
TESTING A BC THERMOCOUPLE ON YOUR ROASTER

In the event you feel there may be an issue with one of your thermocouples on a BC-2 thru 
BC-35 you can remove the front panel that houses the Control panel and switch the wiring 
between the ET & BT Thermocouple. 

Se the picture below on where to locate thermocouple wires (Also always take a picture of 
every part setup BEFORE you make any changes to parts to avoid issues when making repair) 

INSIDE VIEW OF A BC-3 or 5 with front panel opened 

INSET PICTURE SHOWS WHERE 
THE TWO WIRES ARE ATTACHED 

TO EACH OMRON CONTROL.  

YOU CAN SWITCH THESE WIRES 
USING A SMALL SCREWDRIVER 

TO LOOSEN TERMINALS (DO NOT 
REMOVE SCREW-JUST LOOSEN) 


