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Attach the 60mL syringe and aspirate the plasma until the 
piston touches the RBC interface (trapping the plasma & 

platelet buffycoat inside), then stop aspirating 

Counterbalance and process the 
Concentrating Device at  

 
5 minutes 
4400 RPM 

Load anticoagulated whole blood  
into the Concentrating Device 

Attach the 12mL syringe and aspirate  7mL PRP (Rotate the 
syringe to re-suspend the platelet buffycoat into the plasma) 

7mL PRP/device 
(Plasma & Platlet buffycoat) 

Piston 
touches 
the RBC 
interface 
(trapping 
plasma & 
platelet 
buffycoat 
inside) 

  5      4.4      min                rpm 
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